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Low frequency drift (0.0–0.015 Hz) has often been
eported in time series fMRI data. This drift has often
een attributed to physiological noise or subject mo-
ion, but no studies have been done to test this assump-
ion. Time series T*2-weighted volumes were acquired
n two clinical 1.5 T MRI systems using spiral and EPI
eadout gradients from cadavers, a normal volunteer,
nd nonhomogeneous and homogeneous phantoms.
he data were tested for significant differences

P 5 0.001) from Gaussian noise in the frequency range
.0–0.015 Hz. The percentage of voxels that were signifi-
ant in data from the cadaver, normal volunteer, nonho-
ogeneous and homogeneous phantoms were 13.7–

9.0%, 22.1–61.9%, 46.4–68.0%, and 1.10%, respectively.
ow frequency drift was more pronounced in regions
ith high spatial intensity gradients. Significant drift-

ng was present in data acquired from cadavers and
onhomogeneous phantoms and all pulse sequences
ested, implying that scanner instabilities and not
otion or physiological noise may be the major cause

f the drift. r 1999 Academic Press

Key Words: functional magnetic resonance imaging
fMRI); low frequency drift; BOLD; artifacts.

INTRODUCTION

Several groups performing activation paradigms us-
ng the blood oxygenation level dependent (BOLD)
ontrast approach have reported low frequency drift
defined in this communication to be 0.0–0.015 Hz) in
heir time series data (1–4). Mattay et al. (3) reported
hat their time course data showed random low fre-
uency drift with an approximate frequency of 0.0038
z and maximum amplitude of ,5% of the baseline

ignal intensity. Bandettini et al. (1) noted that the
rifting was associated with large gradients of image
ntensity (i.e., tissue to bone interfaces). Genovese (5)
eported that the low frequency drift was ‘‘typically
mooth but could exhibit rapid localized changes and

1 Current address: Neuroradiology, Cliniques Universitaires Saint

wuc-UCL, Brussels, Belgium.

526053-8119/99 $30.00
opyright r 1999 by Academic Press
ll rights of reproduction in any form reserved.
ake quite varied forms.’’ Turner et al. (4) proposed that
he ‘‘drifts and shifts’’ seen in fMRI data may be due to
ong-term physiological shifts, movement related noise
emaining after realignment, or from instrumental
nstability. The low frequency drift was usually re-

oved by using linear models (1,2), low-order polyno-
ial models (3), high-pass frequency filtering (4), or

pline models (5).
Although the presence of low frequency drift is

bserved and reported in fMRI studies using different
ommercial brands of MRI scanners, the exact causes of
his drift have not been extensively explored. Under-
tanding the cause of low frequency drift is the first
tep towards correcting it, and if the low frequency drift
an be eliminated from time series fMRI data, investi-
ators would have more freedom in their choice of
ctivation paradigms. In other words, they would no
onger be limited to the boxcar on-off-on-off, etc., para-
igms, which allow low frequency drift to be separated
rom true signal, but could use a simple off-on paradigm
hich would be useful for studies such as changes in
lood flow in the brain before and after drug administra-
ion. We investigated the amount of low frequency drift
resent in data acquired from cadavers and phantoms
thus eliminating subject motion and physiological
oise) and compared it to the amount measured in a
ormal volunteer.

METHODS

adavers

Three intact unfixed cadavers were obtained preau-
opsy from the Postmortem Section of the Laboratory of
athology in the National Cancer Institute. Permission

rom relatives was obtained before scanning. Two cadav-
rs were female (37 and 70 years old, cadavers 1 and 2,
espectively). Cadaver 1 had died due to pneumonia
nd complications from Multiple Sclerosis, was trans-
orted via ambulance for 6 h, placed on the MRI
canner bed, scanned for .1 h (using a different
rotocol than that described in this paper), and finally

as scanned using the protocol explained below. Ca-
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527LOW FREQUENCY DRIFT IN fMRI
aver 2 died from T-cell lymphoma, while the male
adaver (cadaver 3) was 67 years old and had died of
ultiple organ failure. All cadavers were dead for less

han 24 h, cadavers 2 and 3 had been chilled at a
emperature of 40°F overnight and all were scanned at
oom temperature.

ormal Volunteer and Phantoms

A 52-year-old male was scanned for all of the normal
olunteer protocols. The subject laid quietly in the MRI
canner with eyes closed and performed no activation
ask. These studies were performed under an approved
ntramural Review Board protocol at the National
nstitutes of Health.

Two types of phantoms were studied: a homogeneous
nd a nonhomogeneous phantom. The homogeneous
hantom was a gel-filled spherical phantom from Gen-
ral Electric (Milwaukee, WI; Model No. 46-265826G3,
escription SNR head sphere) with T1 5 800 ms and
2 5 90 ms. The nonhomogeneous phantom was also

rom General Electric (Model No. 2131027-2, descrip-
ion DQA), which contained a solution of glycerin,
odium chloride, and deionized water. The phantom
ontained high spatial frequencies due to the presence
f several bars, the letter A, and the logo of the
anufacturer, and had T1 values ranging from 123 to

203 ms and T2 values ranging from 89 to 939 ms. The
hantoms were placed on the MRI patient bed, and the
MRI sequences were performed > 1⁄2–1 h later.

canners

The fMRI data were acquired using two commercial
.5 T MRI units (Signa Echospeed from General Elec-
ric Medical Systems, Milwaukee, WI), denoted as MRI
nits 1 and 2. MRI unit 1 was equipped with a General
lectric magnet (S3), and MRI unit 2 was equipped
ith an Oxford magnet. Data were acquired from both

canners using a standard quadrature head coil. Each
RI unit was equipped with a different set of gradient

mplifiers supplied by the manufacture and denoted as
(120 m · T/s slew rate, 2.3 G/cm maximum gradient

trength) and B (120 m · T/s slew rate, 2.3 G/cm maxi-
um gradient strength), with gradient amplifier B

eing smaller and more efficient. Both MRI units were
quipped with identical, actively shielded gradient coil
ystems. MRI unit 1 had a passively shielded magnet
hile MRI unit 2 had no shielding around its magnet.

ata Acquisition

Anatomical images were acquired first using a fast
pin echo sequence (24 cm field of view or FOV, TR 5 3 s,
ffective TE 5 34 ms). For the acquisition of the fMRI
ime series volumes, three different pulse sequences
ere used to determine if the low frequency drift in the
ime series data was pulse sequence dependent. Two of c
he sequences were in-house (spiral and echo planar
maging or EPI) (6,7), and the third was the manufactur-
r’s EPI sequence. The spiral imaging sequence used
he following parameters: TR (per single slice) 5 55.6–
2.5 ms, flip angle 5 85°, TE 5 35 ms, 32–36 slices 3.75
m thick, 64 3 64 acquisition matrix, 24 cm FOV,

cquisition time (acq) 5 2 s/vol and 124 total acquisi-
ions. The slices were acquired such that the entire
rain was covered. The spiral sequence was used only
n MRI unit 1 with both types of gradient amplifiers.
he normal volunteer, all three cadavers and both
hantoms were scanned using the spiral sequence. The
ustom developed EPI sequence and the manufactur-
r’s EPI sequence used the following parameters: TE 5
0 ms, TR (per single slice) 5 1 s, 100 kHz sampling
andwidth, 4 slices 3.75 mm thick, 64 3 64 acquisition
atrix, 24 cm FOV, acq 5 4 s/vol and 124 total

cquisitions. The same cadaver was scanned on MRI
nit 1B and MRI unit 2A using the manufacturer’s EPI
equence. The first 4 vol in all sequences were not used
n the analysis to be sure that the signal had achieved
teady-state magnetization. Therefore, data from two
ifferent MRI units, two different gradient amplifiers,
hree different pulse sequences, cadavers, a normal
olunteer, and phantoms were all tested for the pres-
nce of low frequency drift.

ime Series Analysis

No normalization or volume registration was per-
ormed on any of the fMRI time series volumes. The
verage and variance were calculated for each time
eries on a voxel-by-voxel basis, and the corresponding
verage subtracted from the time series to prevent
pectral leakage from high power at zero frequency into
djacent frequency bands because the time series data
ere later smoothed using a moving average filter. A
ask was made from the average volume such that

ackground voxels were not analyzed. The power den-
ity spectrum of the time series was calculated on a
oxel-by-voxel basis, denoted by Ci, j,k( fm), where i, j,k is
he voxel location and fm 5 m/NDt is the set of discrete
requencies, m 5 0, . . ., N/2, obtained by the FFT
lgorithm for a series of length N 5 120 with sampling
nterval Dt 5 acq. To obtain a more reliable estimate of
he spectrum, the power coefficients were smoothed by
rectangular moving average window of width 2M 1 1

i, j,k( fm) 5
1

2M 1 1 o
q52M

M

Ci, j,k( fm1q),

m 5 M 1 1, . . . N/2 2 M 2 1.

[1]

The hypothesis that the time series volumes were
ndependent Gaussian-distributed noise was tested
sing a chi-square test for each smoothed power coeffi-

ient Ci, j,k( fm) (8). The power at frequency fm was
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528 SMITH ET AL.
onsidered significant when

Ci, j,k( fm) . si, j,k
2 ·

x2(a, n)

v
· Dt, [2]

here si, j,k
2 is the variance of the voxel time series, x2(a,

) is the chi-square value for a given a (0.001), and v 5
(2M 1 1) is the degrees of freedom associated with the
ectangular smoothing window. A smoothing window of

(M 5 1) was selected, yielding v 5 6 degrees of
reedom (due to symmetry of the spectrum around
5 0) and 20 independent frequency bins. The probabil-

ty of at least one bin in a single voxel time series
assuming the data was generated from a Gaussian
istribution) being significant is 0.02 (a value of 0.001
imes 20, the number of independent frequency bins
ested). If the time series volumes were a sample of a
aussian distribution with mean zero and variance
i, j,k
2 , then the expected probability per voxel of having
t least one significant bin is given by Pvox 5 [1 2
1 2 0.001)20] < 0.02. Therefore, only 2.0% of the voxels
ested should exceed the threshold given in Eq. [2] if the
ata were truly Gaussian noise.
The power spectrum was partitioned into three fre-

uency bands: 0.0–0.015 Hz, 0.0167–0.099 Hz, and
.1–0.5/acq Hz. These frequencies correspond to peri-
ds in the time domain of 66.7 2 ` s, 10.1–60.0 s, and
2 3 acq) 2 10 s. Therefore, low frequency drift was
eparated from artifacts that may occur in a medium
requency range (most activation paradigms are in this
ange with a period of 40–60 s) and from artifacts with
ower in a high frequency range such that may be
ssociated with respiration and pulsating blood. A P
alue of 0.001/test was used to determine if the tested
requency was significantly different from a Gaussian
istribution. Note that the P value is given per tested
requency, i.e., no correction was made for multiple
ests in a given frequency band and hence the notation
.001/test. The expected value for a given frequency
and was calculated by multiplying the number of
requencies tested in the band by 0.001.

RESULTS

Time series fMRI studies were performed twice on
he nonhomogeneous phantom and the normal volun-
eer using the spiral sequence, and both sets of data
ere analyzed to determine the percentage of voxels

ignificantly different from Gaussian-distributed noise.
he number of significantly different voxels in the two
cans was always within 67.2% of each other. Further
nalysis used the average of the two scans.
The first slice in the phantom acquisitions using the

piral sequence was not used due to signal instabilities
the signal-to-noise ratio was much higher for this slice

s compared to the others). Figure 1B shows the i
ercentage change in the signal over time for a single
oxel in a cadaver (see Fig. 1A for location of the voxel)
nd Fig. 1C is the power spectrum for this time series.
ote that for this particular voxel located in the
arietal cortex, only the very low frequencies were
ignificantly different from white Gaussian noise.
In Table 1, the percentage of significant voxels from

he different pulse sequences, MRI units and gradient
mplifiers are shown divided into the three frequency
ands. Note the relatively small percentage of signifi-
ant voxels seen on data from the homogeneous phan-
om and that the values are much closer to the expected
alue had the images been white Gaussian noise only.
esults from the normal volunteer demonstrate that
nly 1.9% (1.2% expected) of the brain voxels were
ignificant in the high frequency band and that as
uch as 4.74% (0.67% expected) of brain voxels showed

ignificance in the middle frequency band. The results
rom the cadaver with the same settings showed 0.56%
ignificant voxels in the high frequency band and 0.70%
n the middle frequency band. Note that gradient
mplifier B always showed fewer significant voxels in
he low frequency band for the corresponding settings
s compared to gradient amplifier A.
Figure 2 shows the significant voxels from four

entral slices divided into the three frequency bands
uperimposed on the anatomical images for the homoge-
eous phantom (Fig. 2A), nonhomogeneous phantom

Fig. 2B), cadaver (Fig. 2C), and normal volunteer (Fig.
D). Most of the significant voxels in the normal
olunteer and cadaver data occurred in areas of high
patial anatomical variation (i.e., the large homoge-
eous white matter tracks showed fewer significant
oxels compared to the convoluted gray matter). In the
omogeneous phantom, the high and medium fre-
uency significant voxels (red and green, respectively)
id not show a distinct pattern in the spatial distribu-
ion, whereas the low frequency significant voxels
blue) were clustered near the edge of the phantom.

DISCUSSION

Time series fMRI volumes acquired from cadavers
nd nonhomogeneous phantoms surprisingly revealed
ignificant amounts of low frequency drift, similar in
agnitude to that of the normal volunteer. Low fre-

uency drift was present in the processed images
cquired from two different MRI units, two different
radient amplifiers, and all pulse sequences used (spi-
al, manufacturer’s EPI, and custom developed EPI).
he least amount of low frequency drift occurred in
ata acquired from a homogeneous phantom, where the
rift occurred primarily at the edges of the phantom.
The low frequency drift observed in cadavers and the

ormal volunteer using sequential EPI or spiral imag-

ng sequences was larger in regions with large spatial
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529LOW FREQUENCY DRIFT IN fMRI
ntensity gradient changes (i.e., gray-white matter
nterfaces) than in homogeneous regions (i.e., white

atter). This observation agrees with that of Bandetti-
i’s et al. (1). Only 1.1% of the voxels in the homoge-
eous phantom showed significant low frequency drift
most significant voxels were near the central-lower left
dge of the phantom), whereas cadavers, the normal
olunteer and nonhomogeneous phantoms had 13.7–
8.0% of their voxels with significant low frequency
rift.
In the normal volunteer data, only 1.9% or less of the

oxels showed significant power in the high frequency
and (0.1–0.5/acq Hz). This was larger than the percent-
ge observed in either the phantom or cadaver data but

FIG. 1. (A) Location of single voxel (black square) in a cadaver us
he power spectrum coefficients (d) generated from the time series in
ariance of the selected voxel and the dotted line represents the upper
ote that the power in the low frequency range is significantly differe
as not much larger than the expected value of 1.2%. t
ontamination of fMRI time series data from physi-
logic functions such as breathing or pulsating blood
as been reported by several groups (9–11). Our sam-
ling rate may not have been fast enough (2 s per
olume during spiral acquisition) to sample these arti-
acts or they may have been aliased into the low or
iddle frequency bands. Note that two scans from the

ormal volunteer had greater than 4% (0.67% ex-
ected) of the voxels being significantly different from
hite noise in the middle frequency band (0.0167–
.099 Hz, the frequency of most activation paradigms),
hich could lead to false-positive activations.
The percentage of voxels that contained significant

mounts of low frequency drift in data acquired from

to generate the percent change in signal in series in B. (C) The log of
nd the smoothed power coefficients (n). The solid line represents the
it of a 99.99% confidence interval assuming a Gaussian distribution.

rom a Gaussian distribution for this particular voxel time series.
ed
B a
lim

nt f
he normal volunteer was of the same magnitude as
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530 SMITH ET AL.
hat from the cadavers or nonhomogeneous phantoms.
hese results imply that physiological noise or subject
otion is not the major cause of low frequency drift.
he most likely cause of the low frequency drift may be
mall changes in the magnetic field over time. When a
lice from the first time volume of a cadaver or phantom
as placed in a cine loop with the same slice from the

ast time volume, slight subvoxel nonrigid body move-
ent was observed in all the data sets (of note: This

ubvoxel shift is not likely due to phantom or cadaver
otion since both were secured firmly to the patient

ed and the motion was a warping movement). Small
ocal dynamic instabilities in the magnetic field could
ause small misplacements of the voxels upon recon-
truction, leading to partial volume effects that would
e more apparent in regions with large spatial inten-
ity gradient changes. Note that adjacent voxels can
herefore display unrelated patterns of low frequency
rift (i.e., signal intensity may increase then decrease
n one voxel while in neighboring voxel the signal may
nly decrease with respect to time) which is often seen
n fMRI time series data. To correct this problem, Birn
t al. (12) proposed a method for correcting dynamic
-field artifacts by acquiring a B-field map with each
cquired image volume. The B-field was then used to
nwarp all the corresponding image volumes (13).
Possible causes of the changing magnetic field may

e due to instabilities in the main Bo field or the
radient fields. Gradient system instabilities as re-
orted by Edelstein et al. (14) may be due to small eddy
urrents that are caused by gradient field leakage
round the ends of the shielding winding or by imper-
ect alignment of the inner and outer gradient wind-
ngs. The eddy currents then produce time-dependent
elds in the imaging region that are more noticeable in
he hardware-demanding fMRI pulse sequences. Also,
he gradient coils (and amplifier) may heat up through-

TAB

Percentage of Voxels with a Power Spectrum Significantly
ollected from a Nonhomogeneous Phantom (Non-H Phan), C
hantom (Hom Phan) Using a Spiral, Manufacturer’s EPI (M

Subject
equence
RI unit

Non-H
Phan

Spiral 1A

Cad 1
Spiral

1A

Norma

Vol
Spiral 1A

Cad 2
M-EPI

2A

N

Sp

Band 1 68.0 49.0 61.9 39.3
(0.13) (0.13) (0.13) (0.27)

Band 2 16.1 1.18 4.2 1.12
(0.67) (0.67) (0.67) (1.33)

Band 3 0.08 0.46 0.28 0.31
(1.2) (1.2) (1.2) (0.4)

Note. Band 1 represents frequencies in the range 0.0–0.015 Hz
arentheses are the expected values if the images were only Gaussian

a Average of two scans.
ut the course of an fMRI study. In this study, the s
xperiments were performed with the same type of
hielded gradient coils, two different gradient amplifi-
rs, and 1.5 T magnets from different manufacturers.
he results demonstrate a small difference in the
ercentage of significant voxels in the low frequency
and between the two gradient amplifiers A and B, with
mplifier B having fewer voxels with a power spectrum
ignificantly different from Gaussian white noise for all
maged subjects. It is also worth noting that most
ommercial MRI units on the market today are not
esigned for the ultrafast pulse sequences used in
MRI, but rather for routine clinical imaging. Future
enerations of MRI units may be able to significantly
educe what appears to be hardware instabilities in
MRI data.

Other possible causes of the low frequency drift may
e tissue/fluid shifting, establishment of thermal equi-
ibrium, and damping of fluid flows. All effects listed
ill be present in cadavers, phantoms, and living

ubjects, but the establishment of thermal equilibrium
ay have been more pronounced in the two cadavers

cadavers 2 and 3) that had been chilled overnight and
hen scanned. The acquisition time of the EPI fMRI
equences were 8.3 min while for the spiral sequence it
as 4.13 min. The amount of temperature change
specially deep within the brain was likely negligible,
et significant low frequency drifting was still seen in
ll cadavers in the deep brain structures, even in
adaver 1 which had never been chilled and had been
ead for .7 h.
We used cadavers in this study because we wanted to
imic as closely as possible the MR characteristics of

umans yet not have any physiological noise or subject
otion and they were available at our institution

reautopsy. Cadavers have similar weight on the pa-
ient bed and load the MR coils in a similar manner as
iving subjects. The relaxation properties, proton den-

1

5 0.001/Test) Different from White Gaussian Noise for Data
aver (Cad), Normal Volunteer (Norm Vol), and Homogeneous
I), or Custom Developed EPI (C-EPI) Sequence

-Ha

n
l 1B

Cad 3
Spiral

1B

Norma

Vol
Spiral 1B

Homa

Phan
Spiral 1B

Cad 2
M-EPI

1B

Cad 2
C-EPI

1B

45.6 22.1 1.10 29.1 13.7
3) (0.13) (0.13) (0.13) (0.27) (0.27)
6 0.70 4.74 0.73 0.61 1.29
7) (0.67) (0.67) (0.67) (1.33) (1.33)
4 0.56 1.90 1.55 0.36 0.53
) (1.2) (1.2) (1.2) (0.4) (0.4)

and 2 0.0167–0.099 Hz and Band 3 0.1–0.5/acq. The numbers in
stributed noise.
LE

(P
ad

-EP

on
Pha
ira

46.4
(0.1
1.2

(0.6
0.4

(1.2

, B
-di
ity and magnetization transfer effects of unfixed intact
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531LOW FREQUENCY DRIFT IN fMRI
adavers are almost identical to that of a living subject
15,16), which can also be simulated using phantoms
17), but no standard or commercially available phan-
om with these properties currently exists. Cadavers
lso mimic the spatial frequencies found in living
umans better than phantoms, which may explain why
he time series data acquired from the nonhomogenous
hantom in this study showed more low frequency drift
han data from either the cadavers or the normal
olunteer since the nonhomogenous phantom we used
ontained many edges and therefore had very high

FIG. 2. Four different slices from the various subjects acquir
omogeneous spherical phantom. (B) Nonhomogeneous phantom. (C)
re significantly different from a Gaussian distribution for the three
.10–0.25 Hz.
patial frequencies. fl
Biswal and colleagues (18,19) demonstrated that low
requency fluctuations in time series fMRI data ac-
uired from the resting human brain showed a high
egree of temporal correlation (P , 1023) within and
cross associated regions of the sensorimotor cortex
18). In addition, they showed that the magnitude of
hese low frequency fluctuations was reversibly dimin-
shed during hypercapnia and that the spatial temporal
orrelation was also decreased (19). They hypothesized
hat the low frequency fluctuations are caused by
pontaneous flow oscillations which are secondary to

with the spiral pulse sequence on MRI unit 1B (acq 5 2 s). (A)
daver. (D) Normal volunteer. The colored voxels represent voxels that
uency ranges. Blue, 0.0–0.015 Hz; green, 0.0167–0.099 Hz; and red,
ed
Ca
freq
uctuations in neuronal activity. Although our findings
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532 SMITH ET AL.
eem to contrast those of Biswal et al., significant
ifferences in data analysis exist. First, they defined
he low frequency drift to be ,0.1 Hz, while our
efinition was ,0.015 Hz. They also used a low-pass
lter (cutoff 0.08 Hz) to eliminate fluctuations due to
espiration and heartbeat while we performed no filter-
ng. Low frequency drift commonly seen in fMRI time
eries data is therefore probably a combination of
hysiological noise and either scanner instabilities or
hermal/settling properties of tissues.

The presence of low frequency drift means that single
n-off activation paradigms cannot be used with time
eries fMRI volumes which can be limiting for certain
ypes of studies such as before and after drug adminis-
ration. In addition, there may be fewer true positive
oxels detected when boxcar on-off-on-off-on, etc., para-
igms are used since the high pass filtering often used
o eliminate the low frequency drift may decrease the
ower of the true signal as well. As long as low
requency drift is present and cannot be corrected,
ctivation paradigms should be designed with the
ighest possible fundamental on-off frequency such
hat the true signal can be separated from the low
requency drift. However, the highest possible fre-
uency is limited by the hemodynamic response of the
ubject (6–8 s (20)), and most groups currently use a 20-
o 30-s on or off epoch length. If low frequency drift is
resent in the data, some sort of correction for low
requency drift such as high pass filtering or polyno-
ial fitting should be performed before the statistical

nalysis in order to increase the power of the statistical
ests. However, if the low frequency drift could be
orrected by using dynamic B-field mapping (12, see
bove), no low frequency filtering would be needed and
he traditional boxcar activation paradigm would no
onger have to be used.

It is possible to use a simple off-on activation para-
igm in fMRI if such techniques as flow-sensitive
lternating inversion recovery (FAIR) (21) or arterial
pin tagging (AST) (22,23) are used. These techniques
ork by subtracting two adjacent time series fMRI
olumes and analyzing the difference images. Since the
ow frequency drift was defined to have a maximum
requency of 0.015 Hz and the difference images repre-
ent a sampling of about 0.1 Hz (i.e., a single AST image
s acquired in 4.7 s, therefore a difference image can be
alculated every 9.4 s (23), but a difference image can
e acquired as fast as every 4 s) very little signal change
ue to low frequency drift will be present in two
djacent images acquired using either the FAIR or AST
echniques. Therefore, the difference images will reflect
hanges other than low frequency drift (i.e., blood flow
hanges, subject motion, etc). When we performed the
ame time series analysis that was used in this work on
ata acquired from a cadaver using these techniques,

he FAIR data had 0.79% of its voxels in the entire
requency range which were significantly different from
aussian white noise (1.13% expected), while AST had
.5% (0.97% expected). Our group has been successful
n using the AST technique with a 15-min off (subject
iewing static) and 15-min on (subject viewing a movie)
aradigm (A. M. Smith, unpublished data).

CONCLUSION

Time series data acquired using protocols sensitive to
*2 changes associated with BOLD contrast showed

hat physiological noise and subject motion do not seem
o be the main cause of the low frequency drift reported
n fMRI time series data. The most likely cause of the
rifting are slight changes in the local magnetic field
ue to scanner instabilities, thus causing a partial
oluming effect in the reconstructed images which is
ore apparent in regions with large spatial intensity

radient changes.
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